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SECTION 1
INTRODUCTION

1.1 OVERVIEW OF THE ALASKA BREATH ALCOHOL PROGRAM

The Scientific Crime Detection Laboratory (crime lab) is part of the Department of P
and per 13 AAC 63.010 the commissioner will designate an employee of the crime lab| as, the

scientific director of the blood and breath alcohol testing program. The scient¥ic diregor is
responsible for all aspects of the breath alcohol program including calibratio cefification of
breath test instruments; training and certification of breath test opera eath test

supervisors; and maintaining the scientific integrity of the breath test pr

his/her designee(s) carry out the tasks associated with runni atewide breath testing

program. (»

The breath alcohol discipline staff falls under the supervision gf the §cierigfic director and as
2&e

1.2 EVIDENTIAL BREATH TEST INSTRUNIE

Per 13 AAC 63.020 and 13 AAC 63.030 the
instrument for use in the State of Alaska 2
instruments and associated equipment.
the State of Alaska are the DataM

ific diréCtor must approve a type of breath test

8 maintain a list of all approved breath test
breath test instruments approved for use in
@ the DataMaster DMT both manufactured by
e contents of this manual are specific to the
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SECTION 2
ADMINISTRATIVE PROCEDURES
2.1 VERIFICATION OF CALIBRATION REPORTS

Per 13 AAC 63.100 the accuracy of the calibration of the breath test instruments mus erified
at least every 60 days. The documentation of this accuracy check is the \VverHficalion of
calibration report. The accuracy check performed for the verification of c tion
consists of a diagnostic check and five tests of the external dry gas et stafard. The
verification of calibration procedure is incorporated into the instrument re ‘under the

direction of the scientific director. A verification of calibration is irffli e instrument
software in intervals of less than 60 days and whenever the external dry gal anol standard is
changed. Breath test operators and breath test supervisors cag, also\initigf€ a verification of
calibration. x

The instrument software is scheduled to initiate a verifi\?)n ofjcalibration on the following

dates at 12:00 pm:
January 3"
February 21%
April 11

May 30™

July 18"
September 5™
October 24"
December 12

At the completion of a
written report to meggory.
instrument will notyal
been completed.

cesSful verification of calibration the instrument stores a copy of the
a Yefification of calibration does not complete successfully the
yect test to be initiated until a valid verification of calibration has

The instru is periodically uploaded to a crime lab computer via a modem line to the
The completed verification of calibration report is printed from the uploaded
ically reviewed by the members of the breath test discipline prior to being signed
tifiC director and notarized. The signed copies are scanned and a copy is placed on
website and in the Laboratory Information Management System (LIMS). The

igned copy is retained in a file at the crime lab by the scientific director.

The dates listed above are not the only acceptable dates for verifications of calibration. The only
requirement is that a verification of calibration be performed every 60 days when an instrument
IS in service.
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Technical Review of Verification of Calibration Reports

A technical review of each verification of calibration report is performed by a qualified member
of the breath alcohol discipline prior to the report being reviewed and signed by the scientific
director. The technical review includes the following components:

o Verification that the external dry gas ethanol standard cylinder lot er and
expiration date is included on the list of approved cylinders kept at the crimg Iab.
o Verification that the five external standard results fall within +/4Q.005 |#T the

target value adjusted for barometric pressure.

e Verification that the standard deviation of the five ext ard results is
equal to or less than 0.0030.

e Ensure that each component of the diagnostic check reajs “p

e Ensure no status messages are present.

o Verify software version.
The technical reviewer’s initials and the date the review Was perfgermed are placed in the lower
right-hand corner of the verification of calibration r indcatifig that the technical review was
performed.

The scientific director completes a review thé des all components of a technical review and
then signs the approved report in fropt O ary. A verification of calibration is not a
completed approved report until sign he Sgienhtific director and notarized. The completed
verification of calibration report cgrt the)instrument for continued evidentiary use in the
State of Alaska.

22 DMHOST

The DM Host softw, d by National Patent Analytical Systems, Inc. The DM Host
software commurnjeates; modem lines, with the breath test instruments to upload the data
written to memgry. Th Host software also enables the breath analysts to remotely access
the instruments\gn the/field for troubleshooting purposes. Breath analysts can view the
ely for troubleshooting purposes; however, the voltages and settings can

n an instrument is at the crime lab.

The DafaMaster DMT writes subject tests, diagnostic tests, verifications of calibration,
supervisor tests, linearity tests, status messages, calibration records, tank change records and
software update records to the instrument memory. The DM Host software enables the breath
test discipline to manually upload the data collected by the breath test instruments in the field.
The data is then stored in the DM Host database which is housed on a secure server at the crime
lab.
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All data retrieved by DM Host from the breath test instruments is considered an official record
and that data is not altered by the breath alcohol discipline staff. The data collected can be
searched, reports generated and printed. Breath test instruments in the field will be uploaded
periodically.

2.3 LABORATORY INFORMATION MANAGEMENT SYSTEM (LIMS)

The LIMS currently in use at the laboratory is JusticeTrax. The JusticeTrax sm‘ by
jth

the breath alcohol program to electronically file the paperwork associat ing the
breath test program.

The JusticeTrax program is used to track breath test operators, bheath fesh supervisors and
designated operators along with their training records. The program also $écks the status and
location of each instrument along with any paperwork associated th& instrument.

The working instructions for the operation of JusticeTraX are maigtained in the discipline as a
separate controlled document.

24  LEGAL

One of the duties of the breath alcohol profig © work with the legal community to provide
testimony and information about the Aréath@lcohol program, the evidentiary breath testing
instrument and alcohol impairment.

Subpoenas

The Breath Alcohol Pro
in the Discipline. Thg Fo
workload and othengCa

m Teceives subpoenas for breath only cases addressed to all analysts
ic Acohol Supervisor assigns an analyst for testimony based on
t the time of requested testimony.

A case in the la@oratory) LIMS is created when subpoenas for the Breath Alcohol Program are
received. su has not been received when communications occur with prosecutors, a
case wi in LIMS to document the communication. A request will be made for a
subpgena to g issued on that case. Any provided discovery is also added to the case in LIMS.

Discovery requests are handled by the scientific director or his/her designee. The breath alcohol
program follows the laboratory discovery policy and the Quality Assurance Manual Appendix E
Policies 7 Disclosure of Breath Alcohol Records.
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Testimony

The breath alcohol analysts provide testimony on the breath alcohol program, the evidentiary
breath testing instrument and alcohol impairment. This testimony is provided in state, municipal
and federal courts upon request and approval by the discipline supervisor

Opinions Issued

On occasion the breath alcohol program is asked to provide written opinions™®g var aspects
of breath alcohol or impairment related topics. These opinions are genera emos either

from the breath alcohol discipline as a whole or from the individu a ohol analyst
depending on the specific topics covered. Opinions are not issued as\eports and therefore they
are not technically reviewed. After completion, opinion memos ake scaRned pfito the LIMS in the
case B-OPINIONYYYY, according to the year it was written.

Department of Motor Vehicles (»
N )

The Department of Motor Vehicles (DMV) holds a ve proceedings regarding impaired
driving cases and can request information regarding these)cases. Requests from the DMV are
handled following the laboratory discovery g ionally, expert testimony is provided
for these hearings upon request and apprové iscipline supervisor.

25 SOFTWARE @

Current and archived versiog$ of S re used with the DataMaster DMT are saved on the

network in the disciplineghare§Software versions are verified by a discipline analyst prior to
use. The scientific diggCtor rovdls all software for use on the Datamaster DMT.
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SECTION 3
TECHNICAL PROCEDURES
3.1 INSTRUMENT CHECK-IN

When an instrument is initially received by the laboratory from the manufacturer a Master

Acceptance form is filled out by the receiving analyst. This information is then stored\ inythe
LIMS. x
o@rat

When instruments arrive at the laboratory from the field or are returned to t ry from a
factory repair, the breath test instrument will follow a check-in pfoc8gure he check-in
procedure includes updating the instrument’s status in the LIMS, \unnifg & Verification of
Calibration, printing the calibration factors and uploading fhe in§trum@nt to retrieve all
information stored in memory (if coming from the field). The 8geckN\n paperwork will be
documented on the DataMaster Check-In Form whic scan into the LIMS. This
documentation is then technically and administrativly revidwed Qy a qualified analyst.

repair. If a repair is required and can be performed at the Jaboratory, the analyst will complete

the repair process. If the repair requires #ECtORy assistance, the instrument will be sent to
National Patent Analytical Systems, Inc. A Any repairs performed in-house will be
m Wgich is then scanned into the LIMS, along with

documented on the DataMaster Repai
any supporting documents. This do i then technically and administrativly reviewed

by a qualified analyst.

A qualified breath analyst will then perform a visu% \on and evaluate the instrument for

The breath test supervisors
their agency’s instrume
information on wheng an
problems, if any, wgre

mm te with the breath alcohol discipline about the status of
utiMging a change in instrument status form. This form includes
trufpent was placed in service, taken out of service and what
ith the instrument.

All change in ingtrumen
instrumen

atus forms will be scanned into the image module of the appropriate

3.2 STRUMENT CALIBRATION

Per 13 AAC 63.100 the scientific director has designated the DataMaster DMT can be calibrated
by either National Patent Analytical Systems, Inc. or a qualified breath analyst at the crime
laboratory. The DataMaster DMT calibration is a single point calibration. Once instruments are
calibrated they are not recalibrated unless previously stored calibration factors are no longer
accessible by the DataMaster DMT rendering the instrument inoperable or a breath analyst
determines the instrument is not functioning properly.
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Calibration Procedure

The crime lab performs calibration of the DataMaster DMT using a wet bath ethanol simulator
solution and a blank simulator solution. The blank simulator solution is 500 mL of deionized
water.

Wet bath ethanol simulator solutions used by the crime lab are commercially prepardd,
to National Institutes of Standards and Technologies (NIST), and come accgmpanie
certificate of analysis. These solutions have a concentration that yields an nol Wapor

concentration at 34°C of 0.100 g/210L on a breath test instrument. The certificat@g of apalysis for
simulator solutions are scanned into the LIMS in B-QAYYYY.

The DataMaster DMT software allows the breath analyst to select\the ber of replicate
samples of the simulator that the instrument requires for calibra Ths option is found under
the DMT Icon Setup menu for calibration. This will be s run tyee replicates for both the
blank and 0.100 g/210L simulator solutions.

When a qualified breath analyst determines that an j uNet uires recalibration the analyst
will create a calibration request in the LIMS and asSig quest. A new bottle of simulator
solution will be poured into a simulator and the_date that tfie bottle was opened indicated on the

ution will be used each day that instruments

tor solutions to the breath instrument’s calibration port at the
appropriate times durjng tigycalibpation sequence. The breath analyst will follow the instrument
prompts. When thg cgbrati rocess has been completed the breath analyst will print a copy
m the new calibration. The calibration will be scanned into the
laboratory calibgtion reguest in the LIMS. Each laboratory calibration process is technically
and adminjetati lewed by another qualified analyst. When the technical review has been
complet ificate of calibration will be generated. These certificates are stored under the
cali est in the LIMS.

When tion is performed by the manufacturer it is returned to the laboratory with a
certificate of calibration. The certificate will be scanned into the LIMS under a factory
calibration request. Every time the instrument is calibrated (whether by the factory or crime lab)
the instrument must have the calibration verified with a certification procedure.
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3.3 INSTRUMENT CERTIFICATION

As per 13 AAC 63.100 every breath test instrument must have the calibration verified prior to
being certified for use. This must be performed by the scientific director or a qualified person
designated by the scientific director. Instrument certification is the process that the breath alcohol
discipline uses to verify that the individual breath instrument’s calibration has been verified. The
scientific director has designated that instrument certifications can be performed alified
breath analysts from the crime lab.

An instrument is required to have a certification process performed aftg
received from the manufacturer, after a repair that has an effect on the anal
the instrument, and as part of preventative maintence. Certificatio :
software updates unless the update has an effect on the analytical compgnen the instrument.

The DataMaster DMT certification process includes voltage check§, lindarity testing, functional
tests, minimum volume determination and a non-drinking s t test.

Voltage Checks

The DataMaster DMT has digital potentiometers that can fje viewed and adjusted by the breath
analysts in the technician screen located dfiti8 the T Icon. During certification the
technician screen is checked by the anal % e the voltages displayed are within normal

m ufacturer. The technician screen is also the

location of the barometer setting,
volume and flow rate readout.

The barometer reading of the§instr t will be adjusted to match the NIST traceable barometer.

adjusted from the technician screen. Prior to adjusting the
e that all radios are turned off in the vicinity of the instrument.

The vol j ent ensures the DataMaster DMT is appropriatley reading breath volume.
The breath @galyst will use a graduated syringe to provide a 1.5 L breath sample to the
DMT while in the technician screen. The breath analyst will ensure that the volume
e technician screen reads within +/- 0.1L or the volume reading will be adjusted
set screw inside the instrument.

Linearity Testing

The linearity test checks the DataMaster DMT’s ability to accurately read ethanol at a range of
levels. This is accomplished by using the linearity test function. A linearity test will be
conducted using external dry gas ethanol standards at the following levels: 52 ppm, 103.5 ppm,
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208 ppm, and 260.5 ppm, which are the equivalent to 0.020, 0.040, 0.080, and 0.100g/210L,
respectively, measured at standard pressure by a breath test instrument. The linearity test will
also include testing 0.200g/100mL and 0.300g/100mL wet bath solutions. Each external ethanol
standard is analyzed five times. The allowable range for the external dry gas ethanol standard is
+/- 0.005 or 5%, whichever is greater, of the target value adjusted for barometric pressure. The
allowable range for the wet bath simulator solutions is +/- 0.005 or 5%, whichever is greater.
The standard deviation of the five values must not be greater than 0.0030. The lin test in
the DataMaster also gives an R-squared value and the requirement for this is at legst 0:99

Functional Tests

The DataMaster DMT generates status messages to inform the operat e in situations

occur. As part of the certification process some of these status messages arg tajiggered to ensure
i verygStatus message the

ire

the instrument is functioning properly. It is not possible to trigger
DataMaster DMT can generate because some status messages re ere to be a functional
problem with the instrument. The following is a list of t tus sages that are triggered
during the certification process and their purpose.
e Invalid- An invalid status message is ge en the DataMaster DMT detects a
negative slope in the subject’s breath alcohol grofile. This can be an indication of

“mouth alcohol” or a high con n of Tthanol in the subject’s mouth. This
status message can be triggered hing ethanol containing mouthwash in the

analyst’s mouth prior to pr ga @ ath sample to the instrument.

e Incomplete- An incomplete message is generated when the subject fails to
provide a breath e that meets the minimum requirements of the instrument
within the two utes d. To trigger this status message the instrument will be
set up for a sulgject Wt and less than a minimum sample provided.

- An interference detected status message is generated when the
s the presence of a substance other than ethanol in the sample
of the more common interfering substances that could be found in a
sample are acetone and isopropanol. To generate this status message
I wet bath simulator solution containing 200 uL of acetone will be provided
instrument through the breath hose. This is then repeated using an ethanol wet
simulator solution with 200 uL of isopropanol.

Radio Frequency Interference Detected- A radio frequency interference detected
status message is generated when the DataMaster DMT detects the presence of radio
frequency in the vicinity of the instrument. This status message is generated by
setting up a subject test sequence and keying a radio in the room with the DataMaster.
The instrument must generate an RFI status message when a radio is keyed in the
room with the DataMaster DMT.
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Minimum Volume Determination

Volume checks ensure that the instrument is requiring the appropriate minimum breath volume.
The DataMaster DMT is set to accept breath samples at a minimum volume of approximately
15L.

Volume checks are performed using a graduated syringe. The breath analy% ide
m

samples in increments of 0.1 L through the breath hose to determine the mjr me that
the instrument being certified will accept. The requirement for an instru be”placed in
service is that the minimum volume be greater than or equal to 1.3 L @nd\le n or equal to

1.7 L.

Non-Drinking Subject Test and Verification of Calibration

The final step in an instrument certification process I§'a npnidrinking subject test and a
verification of calibration. The breath analyst will gagure 2 208fppm ethanol (0.080 g/210L at
standard pressure) external dry gas ethanol standard pyintler is in place or follow the tank
change procedure. The analyst will then initiate a verifigation of calibration and subject test
using default software options. The subject*t€Syprintofit will be attached to the certification
paperwork and the verification of calibra m be technically reviewed and signed by the
scientific director. The verification cagrapion report is not part of the certification
paperwork.

If an instrument fails any portiafy0f the ceréfication process the instrument will be evalutated for
repair or recalibration by thefbrea lyst. Any repair or recalibration will be documented on
the appropriate forms andfscaMyed into the LIMS. The instrument must complete a certification
prior to being placed | e inyte field.

Once an instrurgént has pleted the certification process the breath analyst will assign the
certification req@est in the’LIMS. The certification paperwork will be scanned into the request
and the r i ne rolled to draft complete. The instrument certification must be
inistratively reviewed by another qualified analyst prior to the instrument
being sent otfor use. This technical review is documented in the LIMS. Once the certification
has b iewed a certificate is generated stating the instrument is certified for use.

3.4 STRUMENT REPAIR

Once an instrument is certified for use and placed in the field it is the responsibility of the breath
test supervisors to keep the crime lab informed of operational problems with the instruments.
Breath test operators are trained to contact their breath test supervisor with problems who in turn
can contact the crime lab if they are unable to correct the problem themselves.
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The crime laboratory has several options for troubleshooting an instrument and the steps used in
instrument troubleshooting are generally left up to the individual breath analyst. Breath analysts
can work with breath test supervisors and/or remotely access the DataMaster DMT using the DM
Host software. If the instrument is deemed to need repair by the crime lab, the breath test
supervisor will take the instrument out of service and return it to the crime laboratory for repair.

Instruments arriving at the crime laboratory for repair will follow the check-in pr re and
then a qualified breath analyst will assess the instrument to determine what repairs are ne de
any. This troubleshooting is performed using training provided by the instrum urer

and often involves direct contact with the manufacturer.

When the repair process is completed, either by the factory or the crim rument must
undergo a certification prior to being placed in service at an agency. ea aI t completing the
repair will perform appropriate testing to verify the repair fixgd th Exchanging the
external accessories such as printers, keyboards and breath hoses requwe recertification
because they do not alter the analytical components of t trum . Software updates only
require certification if they alter the analytical component in trument

All repairs performed by the crime lab will be dotu ed on the DataMaster Repair Form,
along with any supporting documentation or testing perfor after the repair. Information about
repairs completed by National Patent Analy stems} Inc. is scanned into the LIMS as part
of the check-in paperwork.

3.5 PREVENTATIVE MAI NANC

In order to ensure that instryugents field remain in good working order the crime lab has
instituted a preventative Mgintéhance schedule. This ensures that every instrument is returned to
ctioh and recertification at least every four years. If an instrument

time and the fouk year pgridd will be restarted. Preventative maintenance consists of a check-in
procedure; yiglia eglion and repairs as needed; and certification. When an instrument has
or preventative maintenance, the check in form will be used to document that
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SECTION 4

QUALITY ASSURANCE

41  EXTERNAL DRY GAS ETHANOL STANDARDS

linearity testing as part of the certification process performed at the crime lab. Exterhal @ry,gas
ethanol standards are purchased from an ISO 17025 certified manufacturer, are T tra
and come with a certificate of analysis. When new cylinders arrive at b ill be
marked with a received by initials and date.

An accuracy check will be performed on each new external dry gas etQanol stagdard lot received
by analyzing one cylinder five times each on three certified DgtaMasters. All values must be
less than or equal to +/- 0.005 or 5% of the target value adjuste bardmetric pressure and the
standard deviation must not exceed 0.0030 on any indivi inst nt. The average of all
values must be less than or equal to +/- 0.004 or 4% of tRe'tardet yalue adjusted for barometric
pressure. The certificate of analysis and the results gfthe accurgg¥ check are then scanned into
the LIMS in B-QAYYYY.

arrivés with the same lot number of current
jve times on one certified DataMaster. All
3% of the expected value, as defined by the
to the LIMS in B-QAYYYY along with other
icate of analysis.

When a new shipment of external dry gas st3
external dry gas standards one bottle mu
values must be less than or equal to +
manufacturer. The accuracy test wil
accuracy checks for the same level‘dnd t
If any lot of external dry gagétan does not pass the accuracy check, it will be researched to
determine the reason. LQfs not be utilized in the breath alcohol program until the accuracy
check passes.

42 WETB E OL SIMULATOR SOLUTIONS

Commercig et bath ethanol simulator solutions are used for calibration and linearity
testing @ th test instruments as well as interference detected functional checks. Ethanol
simulator softions are purchased from a NIST traceable supplier and come with a certificate of
anal h
date.

For the 0.200 and the 0.300 levels when a new lot of ethanol simulator solution is received an
accuracy check will be performed on one bottle from each lot. The accuracy check will consist
of analyzing one bottle five times each on three certified DataMasters. All values must be less
than or equal to 5% of the expected value, as defined by the manufacturer, and the standard
deviation must not exceed 0.0030 on any individual instrument. The average of all values must
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be less than or equal to 4% of the expected value. The certificate of analysis and accuracy test
will be scanned into the LIMS in B-QAYYYY.

When a new shipment of 0.200 and 0.300 ethanol simulator solution arrives with the same lot
number of current ethanol simulator solution one bottle must be run five times on one certified
DataMaster. All values must be less than or equal to 5% of the expected value, as defined by the
manufacturer. The accuracy test will be scanned into the LIMS in B-QAYYYY alon h other
accuracy checks for the same level and the certificate of analysis.

Prior to using a new lot of 0.100 simulator solution for calibration, one bottlg~frgm th will be
tested 5 times on three certified DataMasters and the average must be less Mv ual'to 3%, as
listed by the manufacturer. No single reading from an instrument ¢ réatgrthan 0.005 or
al

ix

5%. The results will be scanned into the LIMS with the certificate of ysls.

If any lot of ethanol simulator solution does not pass the accurac kN\it will be researched to

y
determine the reason. Lots will not be utilized in the brea ohol fsogram until the accuracy
check passes.

43  SIMULATORS %

The crime lab uses simulators manufacturée
come with a calibration certificate. Sj c
calibration and maintenance. Certifi pration for the simulators are scanned into the
LIMS in B-QAYYYY.

44  BAROMETER

The barometer use and adjusting the barometric pressure is purchased from an ISO
17025 certified , NIST traceable and comes with a certificate of calibration. The
barometer is sefif out fpr”calibration or replaced when the manufacturer calibration expires.
Certificat joh are scanned into the LIMS in B-QAYYYY.

4.5 Y ASSURANCE OF IN-HOUSE INSTRUMENTS

Instrumnts maintained for use in house will go through a series of tests prior to being used to
test external standards. This testing is valid for 5 calendar days after performed. The following
will be performed prior to testing new solutions or lots: diagnostic test, voltage check, adjust
barometric pressure to match the NIST traceable barometer and an abbreviated linearity test.
The linearity test will include testing a 0.020g/210L dry gas external standard, a 0.100g/210L dry
gas external standard and a 0.300g/100mL wet bath simulator solution. The allowable range for
the external dry gas ethanol standard is +/- 0.005 or 5%, whichever is greater, of the target value

Page 14 of 22
All printed copies are uncontrolled. Issued by Forensic Alcohol Supervisor



Alaska Scientific Crime Detection Laboratory

Breath Alcohol Procedure Manual
Issued: 2/22/2012 Version: BAPM2012 RO
Effective: 2/22/2012 Status: Archived

adjusted for barometric pressure. The allowable range for the wet bath simulator solutions is +/-
0.005 or 5%, whichever is greater. The standard deviation of the five values must not be greater
than 0.0030. The results of all testing will be scanned into the LIMS in B-QAYYYY as well in
the LIMS in the appropriate instrument file.

4.6 SOLUTIONS USED FOR INTERFERENCE TESTING

The solutions used for interference testing are made at the crime lab using mmayélally
prepared wet bath ethanol simulator solutions and adding 200 uL of~®igher tone or
isopropanol. The lot number, ethanol level and expiration date of the simul ution and the

serial number and calibration date of the simulator used will be doc d certification
paperwork. The wet bath ethanol simulator solutions used for interf&:e efected testing will

be replaced three months after preparation. \

Q
&
&
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SECTION 5
TRAINING PROVIDED

5.1 BREATH TEST SUPERVISOR TRAINING

One of the duties of the breath alcohol discipline is to train and certify breath tgst Supelvigors.
Per 13 AAC 63.070 a breath test supervisor must complete a course approved e scightific

director. The course content is written and taught by the breath alcohol disgiPhige a proved
by the scientific director.

To be certified by the scientific director as a breath test supervisor the apglicgnt must obtain a
score of 75 percent or higher on a written examination coveringathe cogteniof the course. The
examination is written by the breath alcohol discipline and approwgd by the scientific director.
Upon successful completion of the breath test supervisor ¢ a liSkis provided to the Alaska
Police Standard Council and a certificate is issued indjcati e breath test supervisor is
authorized to teach breath test operator courses.

The breath test supervisor certification expires at 11:59 pi on December 31 of the third year
after issued. Per 13 AAC 63.080 to recerj a bre@th test supervisor the applicant must
complete a recertification course approv scientific director. The course content is
written and taught by the breath alcoholiscip d approved by the scientific director.

5.2 BREATH TEST ORERA TRAINING
Breath test operators are trgioe breath test supervisors in accordance with 13 AAC 63.050

and 13 AAC 63.06Q br alcohol discipline provides the approved training program and
examination to hfeath tes ervisors for this training.

To certif r t operator the breath test supervisor will complete a Request for
Certific th Test Operators on the DataMaster DMT form to the crime lab indicating
that the appfgant has successfully completed the certification or recertification course. The

breat olMiscipline will then issue or renew an operator certificate and operator number
indicatifig that the applicant is certified by the scientific director as a breath test operator.

Per 13 AAC 63.050 a breath test operator certificate expires three years from the date issued.
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APPENDIX |
APPROVED ASSOCIATED EQUIPMENT

External Dry Gas Ethanol Standards

External dry gas ethanol standards are obtained from the breath alcohol discipline. Exterpal,dry
gas ethanol standards used by the breath alcohol discipline are purchased fron&SCa)
icate

certified manufacturer, are NIST traceable, and come accompanied by a ce

Each lot received by the crime lab is approved for use by the breath alcohli e after an
accuracy test is performed on the lot. For this reason only external asegthanol standards
provided by the breath alcohol discipline may be used with thé\ evidéntjal breath testing

instruments. \

Mouthpieces

Mouthpieces are obtained from the breath alcohol discighine\or the Department of Public Safety
Supply. The current mouthpieces used are part number GM}1000-100 purchased from Guth.

DataMaster Parts and External Accessoufs

All parts used for instrument repai Wed from National Patent Analytical Systems, Inc.
and are approved for use with tige DatgMasier DMT.

External accessories usedgyvitghe DataMaster DMT include the breath hose and USB keyboard.
Replacement parts areobtafed the breath alcohol discipline.

External Printer

rinter is provided by the breath alcohol discipline. It is an HP LaserJet
Professiona el number P1606dn. Replacement printers, paper and toner are the
Mgili the individual agency. Any compatible toner cartridges may be used with the
lacement printers must be approved by the breath alcohol discipline prior to
or use to ensure they are compatible with the DataMaster DMT. Any compatible
external printer can be used with the DataMaster DMT.
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APPENDIX 11

LIST OF BREATH ALCOHOL PROGRAM FORMS
Internal Forms
DataMaster Acceptance Form \
DataMaster Check-In Form
DataMaster Repair Form

DataMaster Calibration Form '\

DataMaster Certification Form

External Forms (posted on the crime lab

DataMaster Change in Instrument Stat rm

Request for Certification of Breath” Rest rators on the DataMaster DMT Form
Request for Recertification af,Brea st Operators on the DataMaster DMT Form
Change in Operator Status Bgrm

All forms Ji @e separate controlled documents as part of the Breath Alcohol

Discipli
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APPENDIX 111

REVISION HISTORY

2012 2011 Location Revision made
RO R1
Page Page

[ N
all all Document Structure | Grammatical corrections thro hm nt.
ith Y willAll

“Discipline”. Added * adryinistratively” t
areas addressmg icalgyiews.

all N/A Throughout Added "in B-Q YYV throughout the
Document documenttofagie Where to where documents
were being scanrjed.

1 N/A Table of Contents ded "5 Software"
/\
4 N/A Section 2.1, first e Verify software version."
subsection ‘\

sentence.

5 5 Section )Q\N Added "and designated operators" to the first
h

2. Added "after completion™ to beginning of last
jon - sentence. Added " in the case B-

Opinions Issued OPINIONYYYY, according to the year it was
written™ to the end of the last sentence.

5 Section 2.4, Added this subsection and all information.
Subsection -
Subpoenas
5 5 Section 2.4 Updated to: “The breath alcohol program
Subsection - follows the laboratory discovery policy and the
Discovery Qua]ity Assurance Manual Appendix E Policies
7 Disclosure of Breath Alcohol Records.”
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6 N/A Section 2.5 Added section 2.5 on software

7 7 Section 3.1, second | Replaced "diagnostic and 5 tests of an 0.080
paragraph external standard” with "Verification of

Calibration" in the second sentence.

7 7 Section 3.1, third Added "along with any supporting docum \
paragraph
7 7 Section 3.1, fourth Removed "All correspondence fr %t

paragraph supervisors recorded on the
instrument status forms wi
the LIMS by the breath alcoRol d line."
Added "All change in“ifgtrumegnt status forms
will be scanned i ei module of the

appropriate instyume se file."

N/A 8 Section 3.2 Removed! dujphi a%g information that is on page
15. “The cpime lab uses simulators
ured ®Oy Guth Laboratories that are
eable. They are returned to Guth

ies annually for calibration and
ance. Certificates of calibration for the
lators are scanned into the LIMS in B-

Added "in the calibration request" to the end of
the last sentence.

Replaced "The barometer reading of the breath
test instrument will be checked with the NIST
checks, second traceable barometer located at the crime lab and
paragraph the setting will be adjusted if the instrument
barometer differs by more than +/- 0.10 inches
of mercury.” with "The barometer reading of the
instrument will be adjusted to match the NIST
traceable barometer. "

Removed duplicate information “The barometer
used by the crime lab for this comparison must
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be purchased from an ISO 17025 certified
supplier, be NIST traceable and come
accompanied with a certificate of calibration.
The barometer will be sent out for recalibration
or replaced when the manufacturer calibration
expires. The certificates of calibration for the
barometer will be scanned into the LIM
QAYYYY.” addressed in Section 4.4

9 9 Section 3.3, Replaced "hitting" with "pressing” in sedégnd toV
subsection - voltage | last sentence.
checks, third

paragraph

10 10 Section 3.3, Reworded two senten
Linearity Testing test will be cond ..."9g be'A linearity test
will be conducted usig external dry gas ethanol
standards gt the¥ollo
ppm, 208'pp .5 ppm, which are the
equwalent to 0.020, 0.040, 0.080, 0.100g/210L
ely, measured at standard pressure and
test instrument. The linearity test
include testing 0.200g/100mL and
g/100mL wet bath solutions.”

star\@ A linearity

10 10 Replaced "3%" with "5%" in the fifth sentence.
10 10 Added "The allowable range for the wet bath
simulator solutions is +/- 0.005 or 5%,
whichever is greater” after the sixth sentence.
N/A 1 ection 3.3, Moved to the new section 4.6 “The solutions
Functional Tests- used for interference testing are made at the
Interference crime lab using a commercially prepared wet
Detected bath ethanol simulator solutions and adding 200

uL of either acetone or isopropanol. The lot
number, ethanol level and expiration date of the
simulator solution and the serial number and
calibration date of the simulator used will be
documented in the certification paperwork. The
wet bath ethanol simulator solutions used for
interference detected testing will be replaced
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three months after preparation.”

11 12 Section 3.3, Non- Added "and Verification of Calibration™ to the
Drinking Subject subsection title.
Test
11 12 Section 3.3, Non- | Added "and verification of calibration'xto the V
Drinking Subject end of the first sentence and "at standar
Test pressure” to the second sentence.
12 13 Section 3.4, fourth Added "process" to the first §entance:
paragraph
12 13 Section 3.4, fourth | Added "The anal omPlgtinY the repair will
paragraph perform appropyfate testing4o verify the repair
fixed the issue."
12 13 Section 3.4, fifth Added "along With%any supporting
paragraph tations@r testing performed after the
the end of the first sentence.
/
12 13 Section 3.5 When an instrument has been brought in
oppreventative maintenance, the check in form
ill be used to document that preventative
maintenance was the reason for the return.”
13-15 |14 This entire Section on Quality Assurance has
been rewritten.
18 17 App Indix 11 Added “List of” to the title. Added statement

after listing of forms.
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